The Daya Bay experiment consists of functionally identical antineutrino detectors immersed in pools of ultrapure water in three well-separated underground experimental halls near two nuclear reactor complexes. These pools serve both as shields against natural, low-energy radiation, and as water Cherenkov detectors that efficiently detect cosmogenic muons using arrays of photomultiplier tubes. Each pool is covered by a plane of resistive plate chambers as an additional means of detecting muons. Design, construction, operation, and performance of these muon detectors are described.
Introduction
The Daya Bay Reactor Antineutrino Experiment is designed to determine the last unknown neutrino mixing angle θ 13 by observing antineutrino oscillations, with the quantity sin 2 2θ 13 measured to a precision of 0.01 or smaller [1] . The heart of the Daya Bay experiment is its set of eight functionally identical antineutrino detectors (ADs) [2] , distributed amongst three experimental halls located underground to suppress the cosmogenic muon flux. Six reactor cores at the nearby Daya Bay and Ling Ao reactor complexes provide a total thermal power of 17.4 GW. Two experimental halls close to the reactor cores measure the mostly unoscillated antineutrino spectrum, while a third experimental hall at a baseline of about 2 km measures the spectrum near the θ 13 oscillation maximum (Fig. 1) . From surveys of the mountain profile and granite cores, which determined the bulk density to be about 2600 kg/m 3 , the overburden is 860 meters-waterequivalent (mwe) at the far hall, and 250 mwe and 265 mwe at the near halls.
Antineutrinos are detected in the ADs via the inverse beta decay (IBD) interaction [3, 4] ν e p → e + n. The IBD signature is a coincidence between the prompt energy deposit from the positron and the delayed release of an 8 MeV γ cascade from neutron capture on gadolinium [5, 6] . The delay occurs while the neutron thermalizes, with a mean time to capture of about 30 µs. The raison d'être for the Daya Bay Muon System is to prevent (as a passive shield) and to eliminate (as an offline veto) nearly all IBD candidates that are not actually reactor antineutrino captures in an AD. To this end, the ADs in each hall are immersed in a pool of ultrapure water which shields the ADs from radioactivity of the surrounding rock and other materials. The pools are instrumented with photomultiplier tubes (PMTs) to serve as water Cherenkov detectors, tagging muons that can produce cosmogenic backgrounds such as fast neutrons, 9 Li, and 8 He. The pools are covered with an array of resistive plate chambers (RPCs) that serve as an additional muon detector.
The water shield and muon detector

Water
The Daya Bay design specifies water with an attenuation length of at least 30 m for wavelengths near 420 nm and less than 5 Bq/m 3 of radon. The water system consists of a dedicated polishing station in each of the three halls, which delivers ultrapure water to its pool at a resistivity of 18 MΩ-cm and less than 10 ppb O 2 , at a flow rate of 5 m 3 /hr at the near halls (small pools) and 8 m 3 /hr at the far hall (large pool) [7] . Located centrally to the three experimental halls is a station that pre-treats water from the civil water supply and feeds the three halls during filling and as needed after filling to maintain constant levels in the pools. A comprehensive program was developed to test all candidate materials for compatibility with ultrapure water, to ensure that nothing that would significantly degrade the water was allowed into the pools. As part of this program, a small prototype detector was constructed at the Institute for High Energy Physics, Beijing (IHEP) with a circulation and purification system capable of producing water with an attenuation length of 80 m near 420 nm [8] . This prototype system guided the design of the water system for Daya Bay.
Configuration
Each near hall houses two ADs (Fig. 2) , and the far hall houses four. A Tyvek R optical barrier divides each pool into inner and outer water shields (IWS & OWS), both populated with PMTs as shown in Table 1 . The OWS comprises the outer 1 m of each pool's sides and bottom (but not the top -the IWS extends all the way to the surface). At least 2.5 m of water shields each AD from every direction, reducing the expected AD PMT rate from rock radioactivity by a factor of about 10 6 , to less than 50 Hz in each hall. The expected neutron rate per day (summed over all ADs in a hall) is 18 in EH1, 12 in EH2, and 1.5 in EH3.
In addition to being compatible with ultrapure water and being nearly opaque, Tyvek is highly reflective [9, 10, 11] , which increases the pool light collection efficiency albeit at some cost to signal timing. The reflectivity of Tyvek increases with its thickness (Fig. 3) , and is not expected to degrade significantly over time. Daya Bay uses a highly reflective multi-layer film formed from two pieces of 1082D Tyvek bonded with a layer of polyethylene, for which the reflectivity in air is more than 96% for wavelengths from about 300 to 800 nm. The reflectivity in water is 99% [8] .
An array of RPCs covers each pool, extending about 1 m beyond the pool on each side. The RPCs detect about one third of the muons which miss the pool but which are still close enough to contribute fast neutron and other cosmogenic backgrounds to the IBD signal.
Photomultiplier Tubes
The pools are instrumented with two types of pressure-resistant 20 cm hemispherical PMTs, powered by CAEN 48-channel A1932AP modules housed in SY 1527LC mainframes.
Newly purchased from Hamamatsu, 619 PMTs are 10-stage 20 cm model R5912, complete with waterproof base assemblies built by Hamamatsu to our specifications. These PMTs are rated to withstand a pressure of up to seven atmospheres, over three times the pressure at the bottom of a pool. The applied positive high voltage and signal are carried with a single 52-m-long Belden YR-29304 50 Ω coaxial cable terminated with a Huber+Suhner 11 SHV-50-4-1 connector. The outer jacket of the coaxial cable is high density polyethylene, compatible with ultra-pure water.
wavelength(nm) 300 400 500 600 700 800 Diffuse reflectivity (%)   60  65  70  75  80  85  90  95 Recycled from the MACRO experiment [12] , 341 PMTs are 8" EMI 14-stage models 9350KA and D642KB. These were assembled with custom bases and waterproofed. A 52-m-long JUDD C07947 50 Ω coaxial cable with a polyethylene outer jacket handles the supplied high voltage and signal. The EMI PMT assemblies were all tested in a pressure vessel filled with water to about 85 kPag.
Prior to installation, the dark rate, rise time, linearity, pre-and after-pulsing probabilities, the peak-to-valley ratio of the digitized single photoelectron waveform, the gain as a function of applied voltage, and the relative detection efficiency of each PMT assembly were measured and archived. At a gain of 2 × 10
7 , the PMTs demonstrate a single photoelectron peak-to-valley ratio of 2.5 or better. A small percentage of the assemblies tested was rejected, such as those with dark rates exceeding 10 kHz. The characterization of each PMT determined its HV setting for a nominal data-taking gain of 1.0 × 10 7 , about 20 ADC counts per photoelectron.
The PMTs were each pre-assembled with a magnetic shield [13] , a bracket, and "Tee" support (Fig.  4) . The brackets and "Tees" are type-304 stainless steel. Small pieces of Viton R prevent direct contact between the brackets and PMTs. The PMT assemblies were carefully boxed and labeled with pre-determined installation positions.
Resistive Plate Chambers
Resistive plate chambers (RPCs) are gaseous particle detectors that consist of two resistive planar electrodes separated by a gas gap [14] . The Daya Bay RPCs are similar to those used by BE-SIII [15] . The RPC electrodes are 2 m × 1 m Bakelite sheets with Melamine surfaces, but, unlike similar RPCs, linseed oil is not applied to the Bakelite [16] . The outside of the RPC electrodes is coated with graphite for uniform HV distribution. The gas gap between the two electrodes is 2.0 mm. Daya Bay operates the RPCs in streamer mode, which provides relatively large signals and thereby simplifies the readout electronics. Figure 5 is a schematic of a bare RPC, the functional element of the Daya Bay RPC modules.
RPC modules, 2.17 m × 2.20 m × 8 cm, are constructed from four pairs of side-by-side bare RPCs arranged in layers (Fig. 6) , each separated by insulating materials, support panels, ground planes, and copper-clad FR-4 readout planes associated with each pair of side-by-side bare RPCs, inside (Fig. 7) , equivalent to strips 6.5 cm wide and 8.4 m long.
Each hall has an RPC gas system comprising a mixing panel, a main gas distribution panel, a fire/gas safety monitoring system, and a Varian GC430 gas chromatograph in a dedicated utility room, with supplies of argon, freon (R134a), isobutane, and SF 6 , mixed in the ratio 65.5:30.0:4.00:0.500 [17] and controlled by an MKS Instruments 247D mass flow control system. The gas from the main mixing panel is distributed by two independent gas channels to the upper and lower halves of each module, with groups of four bare RPCs connected in series. If one gas channel fails, the other will continue to supply one X and one Y readout. The exhaust of each gas channel is fed into bubblers in racks mounted on the RPC support frame, where the bubbles are electronically counted and recorded. The nominal gas flow rate is about 1 volume per day. The gas mixture is analyzed every two hours by the chromatograph, ensuring the correct gas mixture. The gas system has the capability to add small amounts of water vapor to the working gas mixture, but this is not used because of the high ambient humidity at Daya Bay.
The RPC HV system consists of a CAEN 1527LC mainframe in each hall's dedicated electronics room, populated with equal numbers of positive (+6 kV A1732P) and negative (-4 kV A1733N) 12-channel HV cards, with fan out boxes and HV interface boxes in the experimental hall. The systems in EH1 and EH2 each use four CAEN HV cards, while there are six in EH3. Each HV channel is divided into 9 channels by a fan out box and distributed to RPCs via RG59 cables through an HV interface box mounted on each RPC module. Each RPC layer of a module is connected to one positive and one negative HV channel. If one of the high voltage channels in a module fails, three of the four layers will continue to function.
Between 2 . An additional 24 of each size of bare RPCs were produced for six special modules used to form small RPC telescopes. The bare RPCs were tested using cosmogenic muons at IHEP concurrent with the production [18] . The characteristics of these RPCs are in agreement with previous experience [19] . Briefly summarized, the average efficiency is 96.1%, the mean singles rate is 0.15 Hz/cm 2 , and the dark current is 2.5 µA/m 2 . The bare RPCs that passed all tests (about 12% were rejected) were then assembled into RPC modules and performance-tested at IHEP [20] . The intersection area of two orthogonal X and Y readout strips defines a 26 cm × 26 cm patch. The average efficiency of each patch is about 99.8% with a coincidence between any two of the four layers (2/4). The average patch efficiency is about 98.0% with a coincidence between any three of the four layers (3/4). These results agree well with the simulated module 3/4 efficiency based on the measured average bare RPC efficiency of 96.1%. The accepted modules were transported in crates to Daya Bay by truck in several trips during the dry months of 2010 and 2011. Prior to shipping, a determination was made that the effects of vibrations during transport would be negligible.
Construction and Installation
The pools are octagonal, as shown in Fig. 8 , and constructed of poured concrete reinforced with grounded rebar. Each pool has a small sump pit about 1 m 2 by 1 m deep near one corner, which is used to house a turbine pump for draining. The pool walls extend about 20 cm above the experimental hall floor, forming a concrete curb about 20 cm wide around the pool. The two corner walls nearest the utility rooms in each hall have several four and six inch penetrations consisting of PVC pipes embedded in the concrete and above the water level, through which pass all of the cables, plumbing, and lines from water level and temperature sensors.
Following a survey of the pool, pairs of anchor holes were drilled into the concrete pool walls at marked locations on a roughly 2 m × 2 m grid, into which steel anchors were epoxied. Each such pair of anchors supports a type-304 stainless steel anchor pad. The anchor pads on each of the eight walls were adjusted with leveling bolts to be co-planar with each other, then grouted in place. The entire concrete surface of the pool (walls and floor) was then pressure-washed to remove the laitance which loosely covers newly poured concrete. When the concrete was sufficiently dry (less than 4% moisture), three coats of PermaFlex urethane-based paint were applied. To ensure adequate and uniform application, each successive coat was a different color. The color of the top coat plays no role in the optical properties of the pools because all surfaces are covered with Tyvek. As with all materials used in the pools in Daya Bay, the PermaFlex was extensively tested for compatibility with ultrapure water. Besides being a durable, waterproof coating for the concrete, it is also an effective barrier against radon penetration.
After the PermaFlex had cured, Tyvek was draped down over the pool walls in 2 m wide strips and extended out over the pool floor. Each strip had an extra 12 m at the top of the pool which was folded, covered, and stored on the hall floor for use in a later installation step. The seams between the strips were all heat-welded. Pre-assembled wall modules were then lowered into place and fastened to the anchor pads on the pool walls. Each section of the wall framework comprises three stacked, pre-assembled modules ( Fig. 9 ) made from type-304 stainless steel Unistrut R . All of the materials in the modules, including the fittings, PMT brackets and "Tees", and other hardware, are type-304 stainless steel, and were treated with acid in a process known as "pickling", which is necessary to restore stainless-steel surfaces to their full, corrosionresistant state following any kind of heating, bending, or machining (any of these actions render stainless steel susceptible to corrosion, especially in ultrapure water).
PMT assemblies were then installed on the wall modules in top-down order to minimize risk to installed PMTs from the possibility of damage from falling objects during installation. Because some of the EMI PMTs imploded during pressure testing, indicating that they were less able to withstand pressure than the Hamamatsu PMTs, they were deployed only in the top 2 m of the pool.
Once the OWS PMTs were all installed on the wall modules, the Tyvek strips' extra 12 m which had been stored at the top, outside the pool, was fixed to the outer edge of the wall modules and draped down over the inner edge of the wall modules, extending down to one meter above the pool floor. As before, the seams between the strips were heat-welded. This optically isolates the IWS and OWS at the walls. Cable trays were then mounted on top of the framework, over the Tyvek.
All hardware related to the powering or readout of detector signals is connected to a Signal Ground that includes the cable trays, wall modules, electrodes in the rock, a copper grid in the concrete floor, and the rebar of the pool. A separate Safety Ground is brought into the halls with the AC power, connected to various peripheral systems such as the Detector Controls System [21] and networking.
The IWS PMTs were then installed on the wall modules. After a pause during which the AD stands were installed, the floor framework was installed. Following the installation of the OWS floor PMTs, the floor framework was covered with Tyvek, completing the optical isolation of the IWS and OWS, then the IWS floor PMTs were installed. At this point, the ADs were installed on their stands, and the penetrations in the curb were sealed with Apiezon-Q TM (or equivalent). The pools were then filled with water and covered with a 0.5 mm-thick gas-and light-tight black rubberized cloth supported on stainless steel cables. With the cover and penetration sealing in place, the pools are light-tight and sufficiently gastight so that a positive-pressure cover gas of dry nitrogen prevents exposure of the water to air. The flow rate is about 80 L/min for the small halls, and 100 L/min for the large. In parallel with the installation activities described above, HV interfaces and Front End Cards (FECs) were installed on the RPC modules on site, which were then tested for gas tightness and HV integrity before installation. The RPCs were required to hold 20 cm of water overpressure with a drop rate of less than 2% per day. 8 kV was applied to the RPC modules while they were flushed with pure argon to check the HV connections and basic performance. Readout strip and ground connections were also checked. The RPC modules were then transported to the experimental halls in the same containers in which they were shipped from Beijing.
The RPC modules were laid on a steel support structure in a staggered pattern such that there is 10 cm overlap between neighboring modules to minimize dead regions (Fig. 10) . The RPC support structure is installed on rails, so that the RPCs can be rolled away to allow access to the pool. There are 6 × 9 modules in EH1 and EH2, and 9 × 9 modules in EH3.
Two sets of special RPC modules were installed in each experimental hall to form the RPC telescopes. These modules are about 2 m above the RPC array, one on each side of the pool. Muons that pass through both the telescope and the main RPC array can be tracked with good angular resolution.
Readout and Triggering
The Muon System PMTs' signals are fed into ADCs and TDCs. These, and their readout, are the same as those of the AD PMTs [2, 22, 23] . An IWS or OWS PMT readout (the two are independent) is initiated by one or more of the following triggers:
• Multiplicity Trigger: The PMT multiplicity (the number of PMTs each with charge above a preset threshold) meets or exceeds a preset minimum.
• Energy Sum Trigger: The total PMT charge exceeds a preset total-charge threshold.
• Periodic Trigger: Unbiased at 10 Hz.
The 32 signal strips in each RPC module are read out and discriminated by one FEC. Up to 15 FECs are read out by one Read Out Transceiver located on the RPC support frame [24] . RPC module triggers are collected and communicated to the data
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Figure 10: The RPC modules are installed on a support structure in two parallel, partially overlapping layers. Modules are mounted on pairs of the brown supports (higher layer) or on pairs of the green supports (lower layer). Modules in a row alternate between the higher and lower supports, providing overlap in the row-direction. The supports are canted at 3
• , providing overlap in the columndirection.
acquisition system by an RPC Trigger Module and Read Out Module in the electronics room [25] . An RPC readout is initiated by one of the following triggers:
• 2/4 Trigger: Any two of the four layers in a module sees a signal above threshold.
• 3/4 Trigger: Any three of the four layers in a module sees a signal above threshold.
The Muon System performs its function as a veto strictly in the offline environment. The presence or absence of an IWS, OWS, or RPC trigger does not affect the readout of the AD PMTs. AD readouts are matched with IWS, OWS or RPC readouts with GPS-derived time stamps, accurate to about 12.5 ns. For the IBD event selection, an event is tagged as a muon if either the calibrated total energy in an AD is greater than 20 MeV or if the PMT multiplicity in the IWS or OWS is greater than 12 (considerably higher than the multiplicity trigger requires). The RPCs are not used to tag muons in the oscillation analysis, though they are used in cosmogenic background studies.
Monitoring and Control
The Daya Bay Detector Controls System [21] provides the means of remotely monitoring and controlling the detectors' operating parameters for each hall. The water system monitors include water temperature, oxygen content, water level and resistivity. The HV of each water pool PMT is remotely controlled and monitored, and the currents monitored.
The RPC gas system monitors include the flow rates of the gas mixture and each of its components, gas tank pressures and weights, gas feed and return humidity, and several status conditions, such as the state of the hazardous gas monitor (which would detect an isobutane leak in the gas room) and interlock status. If the flow rate of any gas component is not within its specified range, the gas system will shut down automatically and send an alarm signal to monitoring personnel. The gas system can also be shut down remotely.
The HV of each RPC channel is remotely controlled and monitored, and the dark currents are monitored. The HV and gas systems are interlocked through the remote monitoring program so that, in the case of an alarm signal from the gas system, the HV monitoring program will warn monitoring personnel and allow them 30 minutes to resolve the issue before automatically turning off the RPC HV.
The Daya Bay Performance Quality Monitoring system [26] provides the means of monitoring the performance of the detectors, continuously displaying the detector trigger rates, individual TDCs and ADCs, and detector channel-maps, to name a few.
Commissioning
After the PMTs were all installed in the EH1 pool, and before installing the ADs and filling with water, a dry run was conducted to perform a full test of everything from HV, PMT, readout electronics, and the data acquisition system. A cover was placed over the pool, and HV gradually applied to the water pool PMTs while checking for light leaks. As expected because of their recent exposure to bright light, the PMT dark rates were initially elevated. After a few days the PMTs quieted down somewhat, but their rates were still substantially higher than expected. One contribution to the elevated rates was unanticipated fluorescence in the insulating material (polyethylene) on the AD stands, which scintillates when struck by α particles from radon decay. Once this problem was identified, the AD stands in EH1 and EH2 were covered with opaque material, which reduced the PMT rates by about 35%, while a different insulating material was used in EH3, where the AD stands had not yet been installed. With this covering in place, the OWS PMT rates were typically from 4 to 5 kHz, while the IWS rates were higher, from about 6 to 8 kHz. This is to be compared to what had been measured in the controlled environment of the lab, where the typical rates were about 1 kHz. This is almost certainly due to α particles from radon decay, which ionize and excite atmospheric nitrogen [27] , producing light in the PMT-sensitive range of 300-500 nm [28, 29] . Given that the volume of air in the IWS is so much larger than that in the OWS, it is not surprising that the IWS rates were substantially higher than the OWS rates in the dry pool. At the end of the dry run HV was turned off, the cover removed, and the ADs installed.
Once each pool was filled with water and covered, the water pool PMTs' HVs were gradually raised to their full nominal settings while testing for light leaks. For reasons not entirely understood, a PMT's dark rate generally increases when it is immersed in water, even in ultrapure water. Although the PMTs were required to have dark rates less than 10 kHz in the laboratory, some dark rates remained at 15 kHz after the pools were filled and even after a two-week period of darkness. The typical rates in EH1 were about 9 kHz for the IWS and about 14 kHz for the OWS. This difference is expected since the OWS PMTs are closer to the granite of the pool walls which emit quite high rates of gamma radiation. The water in the OWS shields the IWS from most of these gammas. This effect is negligible when the pool is dry, because it operates by generating Cherenkov light in the water. Based on initial data taken over the first month, the IWS and OWS thresholds for the multiplicity trigger and charge thresholds for the energy sum trigger were set as shown in Table 2 .
Because the underground temperature and humidity were considerably higher than at IHEP, the RPC dark current at Daya Bay was initially too high at the HV value of 7.6 kV used in the tests at IHEP. To reduce the ambient humidity around the RPCs, and thus the dark current, each hall was retrofitted with a dry air system that blows dry air into the RPC modules. This immediately reduced the dark current by a factor of two. After steady long-term operation with the new dry air system, the additional reductions in singles rates and dark current eventually allowed the RPCs to be operated at their nominal HV value of 7.6 kV. Based on threshold scans, the signal threshold was set to 35 mV. The threshold was selected to be higher than the IHEP test setting of 30 mV to reduce the impact of accidentals and other noise. It was determined that the 2/4 trigger produced an excessive volume of RPC data, so the RPCs are read out with only the 3/4 trigger and periodic trigger during Physics data taking, with a loss in efficiency on the order of 1%.
Muon and detector simulation
The muon flux at sea-level is reasonably welldescribed by Gaisser's formula [30, 31] , originally introduced in 1990. However, for our purposes it is necessary to modify this formula [32] to better describe the low energy spectrum, to account for the earth's curvature, and to better describe largezenith muons [33, 34, 35, 36] . High and low precision topographic maps of the region of the Daya Bay Nuclear Power Plant were merged to obtain a realistic, digitized mountain profile (Fig. 11) .
A sample of 10 6 sea-level muons was generated for each hall with the modified Gaisser formula. The path length through rock of each muon was calculated using an interpolation based on the digitized mountain profile. The muons were transported with the MUSIC code [38, 39] through the rock to get the underground muon sample. Table 3 shows the simulated muon flux and average energy at each hall. Figures 12 and 13 show the simulated muon angular and energy distributions at each hall. The simulation error from MUSIC is about 1%. Considering the uncertainties in mountain profile mapping, rock composition, and density profiling, the total error in the simulated muon flux is estimated to be about 10%. The water shield simulation included detailed Cherenkov photon emission and propagation through the water with conservative assumptions of water attenuation length and PMT quantum efficiency. The propagation of Cherenkov light was modeled with the full detector geometry, including reflection from the ADs and IWS/OWS optical barriers. The Tyvek reflectivity in water was described by a full optical model in Geant4 with several parameters which were tuned by studies in the IHEP prototype tank. The simulation also included the expected behavior of the electronics. Comparisons with real data revealed that the simulation was accurate, except that some of the assumptions were too conservative -the water Cherenkov detector performs better than the simulations predicted. Various scenarios of PMT failures were also modeled, demonstrating that the pools are populated with more PMTs than needed to reach designperformance. For example, a simulated failure of 20% of the PMTs, randomly distributed, was compensated for by reducing the multiplicity threshold, thereby achieving the same muon tagging efficiency as with no failures. The RPC system was simulated with the full detector geometry. The overlap between adjacent RPC modules was chosen to be 10 cm with a separation distance of less than 2 cm. Given the module dimensions, this requires a sloping angle of about 3
• for the module supports (Fig. 10) . The azimuthal orientation of the module supports was chosen to minimize the dead area in the direction of maximum flux. This improved the simulated acceptance by 0.3% -0.6%, depending on the hall.
Performance
From December 2011 through July 2012, the Daya Bay experiment collected data with six ADs installed: two ADs in EH1 (AD1 and AD2), one in EH2 (AD3), and three in EH3 (AD4, AD5, and AD6). By September 2012 the two final ADs were installed. This section discusses data taken in the first period, when only six of the eight ADs were deployed.
PMT gains and detector rates
Data from the periodic trigger is used to perform continuous PMT gain calibration from dark noise. Figure 14 shows the water Cherenkov PMTs' average gain versus time for the three halls. The average PMT gains are relatively stable with a slight upward trend over time. PMT noise affects the multiplicity trigger and, therefore, the vetoing efficiency. Figure 15 shows the multiplicity trigger and average PMT dark noise rates versus time. These do not change much over time except for a few episodes caused by noisy electronics.
Data from the RPC periodic trigger is used to determine RPC layer noise rates for each run. Figure 16 shows the noise rate of the RPC layers, as a function of time. The average rates decrease over time, eventually becoming more stable, as expected.
Water quality
A readily measured indicator of water quality is the resistivity: The higher the resistivity, the purer the water 1 , although this is a poor proxy for the attenuation length (e.g., adding salt to water does Figure 16 : Noise rate for the RPC layers in each hall. On March 16, the HV was increased from 7.4 to 7.6 kV (the nominal operating voltage), which yielded a few percent increase in muon efficiency but also increased the noise. Larger error bars are due to fewer samplings (shorter runs). The twoweek gap in EH1 in April is due to a failed mass flow controller. Fine structures are due to variations in hall temperature and humidity.
not change its attenuation length). The water resistivity is continually monitored at Daya Bay (Fig.  17A) . The resistivity in EH2 and EH3 steadily increases (improves) over several weeks of operation. In contrast, the resistivity in EH1 shows no significant improvement with time, most likely due to an unidentified source of contamination. This has not negatively affected the performance of the veto, however, as demonstrated below. A better proxy for the water attenuation length is the mean multiplicity per muon 2 , plotted over a period of time in Fig. 17B . The OWS mean multiplicities of EH1 and EH2 are very similar as might be expected, but that of the IWS for EH2 is much higher than for EH1. This is because during the period shown, EH2 had only one AD in the pool, whereas EH1 had two. That the IWS mean multiplicities of EH2 and EH3 are nearly the same is essentially accidental, considering the larger IWS, lower muon flux, and higher trigger thresholds (Table 2) in EH3. The lower mean multiplicity in the EH3 OWS is due to PMT and electronics noise, which produce a larger fraction of low-multiplicity triggers in the EH3 OWS than elsewhere. Figure 18 shows distributions of the PMT multiplicity per muon. The IWS multiplicity differs from hall to hall because of the different configurations (numbers of deployed ADs). The OWS configurations in EH1 and EH2 are the same, however, so their respective distributions are also nearly the same. The EH2 OWS average is slightly higher than that of EH1, which can also be seen in Fig. 17B , indicating that the EH2 water is clearer than that of EH1.
Another proxy for the water attenuation length is the decay time of light (including reflected light) in a pool from the passage of a muon. This is complicated by reflection losses from the Tyvek and other materials, some of which have a reflectivity of less than 50% (such as the ADs), but changes in the water attenuation length would be apparent when the decay time is followed over time, all else remaining fixed. To characterize this decay time in the pools, all PMTs' threshold-crossing times are accumulated in one histogram for the IWS, and another for the OWS. These two distributions are then fit with the heuristic form Figure 19 : A typical fit to Eq. (1) to data from a short period of time in EH1 OWS.
where A, C 0 , t 0 , σ, and τ (the light decay time) are fit parameters and t is the PMT time from the histograms. Figure 19 shows the results of fitting Eq. (1) to some EH1 OWS data, for which τ = 42.54 ± 0.09 ns. The variation of τ with time for all pools is shown in Fig. 17C . As with the mean multiplicity per muon, Fig. 17B , the variation of the decay time τ with time is very small after the water systems had been running for about a month. The water is essentially free of all radioactive sources, except for radon. Radon is pervasive in an underground, granite environment, and will enter the water through any contact with air, and through the pool walls and from all the steel in the pool as a product of the uranium or thorium decay chain. The former is controlled by avoiding contact with air, which is one function of the pool cover gas (it also prevents O 2 and CO 2 from entering the water). The latter source is controlled by the PermaFlex, but this path of entry cannot be completely eliminated. Along with other gasses, the water polishing stations remove radon, but it is constantly Trigger rate (Hz) replenished. Table 4 shows the radon activity measured in the water polishing stations. These levels are within the Daya Bay design requirements.
Muon-detection efficiency
Muons going through an AD (which detects them with essentially 100% efficiency) can be used to measure IWS and OWS efficiencies. Figure 20 gives the rate of muons in the ADs (events with more than 20 MeV in an AD). Each AD has a muon rate of ∼ 20 Hz in EH1, ∼ 15 Hz in EH2, and ∼ 1 Hz in EH3, which correspond to the overburdens in the respective halls. Figure 21 shows the IWS efficiency, for an IWS trigger of >12 coincident PMTs, measured by AD-tagged muons versus time. The mean IWS efficiency for all three halls is well-described by a single value ξ IWS = 99.98 ± 0.01% .
The small apparent inefficiency is due to events identified as muons in an AD, but which are actually neutrons created by muons in the rock. Neutrons can propagate undetected through the wa- ter into an AD, and deposit sufficient energy to be tagged as a muon. While simulations indicate that the IWS efficiency for AD-tagged muons should be 100%, they also show a very small fraction of muons showering in the rock, where a neutron deposits energy in an AD but without a charged particle passing through the water. This simulated fraction is consistent with the observed IWS inefficiency. Figure 22 shows the OWS efficiency measured by AD-tagged muons versus time. This is expected to be lower than the true OWS efficiency because of muons that deposit energy in the ADs but stop there or in the IWS either without traversing the OWS at all, or by traversing only a short path in the OWS. This happens less often in EH3 because of the higher mean energy of the muons in EH3, as can be seen by its higher AD-measured efficiency. Table 5 shows the measured and simulated OWS efficiencies.
RPC efficiency and muon flux are determined in [40] . 97.4 ± 0.1% 96.6 ± 0.2% 98.0 ± 0.2% Difference−0.2 ± 0.2% 0.8 ± 0.3% 0.7 ± 0.3% Table 6 : Measured underground muon flux (Hz/m 2 ). The simulated flux from Table 3 is included for comparison. The errors are dominated by the systematic uncertainty based on the difference between the simulated and measured angular spectra. Table 6 shows the underground muon flux at each hall, as determined by each detector subsystem. The selection criteria in the three systems are deposited energy >20 MeV for the ADs, NHit > 20 PMTs for the IWS and OWS, and 4 out of 4 triggered planes plus a strip cut for the RPCs.
3 Corrections are made for the efficiency of each detector. All values are consistent with the simulation results in Table 3 .
Muon angular distributions
Muon trajectories can be reconstructed from the telescope RPCs and the main RPC array. The position resolution in these devices is about 10 cm which corresponds to roughly 2
• in zenith and 4
• in azimuth. This reconstruction uses the same event selection as the muon flux calculation. Figure 23 compares data with a simulation for EH1. They are consistent within the reported errors in simulation and measurement. The dataexcess at large zenith might be due to accidental muon coincidences, which were not simulated. The accidental coincidence rate between the main RPC 3 The strip cut requires that each triggered layer has only one or two adjacent triggered strips. array and the RPC telescopes increases with zenith as the number N geo of modules geometrically available for accidentals increases until about 75
• , where N geo begins to decrease. The RPC noise rate is too small to make a substantial contribution to these accidentals (see Fig. 16 ).
Conclusion
The muon system performs as required by the design specifications, with a muon detection efficiency not significantly different from 100% for the IWS alone. The small apparent IWS inefficiency of 0.02 ± 0.01 %, as determined by the ADs, is consistent with neutron background in the ADs. The somewhat larger apparent inefficiency in the OWS is consistent with AD and IWS stopped-muons, rather than a true inefficiency in the OWS. Indirect studies show that the water attenuation length is about 40 m, but it has not yet been definitively measured.
In addition to its main function as shield and muon veto, the muon system also serves to study background in the IBD signal. There remain contributions to this background from muons that completely miss the pools and the RPCs, or have only very short paths in the pools, while producing fast neutrons in the rock which find their way to an AD and produce a false IBD signature.
PMT failures
Between the time when the EH1 pool was first filled in August of 2011 and the shutdown in the summer of 2012, 13 PMTs had failed in the three halls. These were all EMI PMTs, recycled from the MACRO experiment [12] . Most of these PMTs failed in the first month or two after their respective pool was filled. Failures continued after this initial period, though at a reduced rate. During the summer of 2012, most of the failed PMTs (i.e., those that were accessible) were replaced with Hamamatsu PMTs during maintenance operations which included the installation of the final two ADs in EH2 and EH3. Examination of the failed PMTs revealed that they had mostly suffered very small cracks in the glass, through which the vacuum drew in water. Only one of these PMTs had shattered. Upon refilling in September 2012, nine more PMTs immediately failed, all EMI. Over the next 18 months, another nine PMTs failed. Of these latest failures, essentially at random intervals of time, one was a Hamamatsu and the rest were EMI. The total fraction of failed PMTs is just below 1%, far below the simulated 20% failures which was shown to have no effect on performance.
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